Laboratory wear investigation of resin posterior denture teeth.
This investigation compared the wear resistance of three "improved" resin posterior denture tooth formulations with two conventional products on a mechanical toothbrush abrasion machine. The ability of the teeth to resist this type of abrasion was evaluated by determination of the weight loss during 339 hours of brushing with firm nylon bristle toothbrushes. All brands exhibited negligible loss, with the conventional brands performing better than the "improved" formulations.